Holter monitoring--a necessity for the evaluation of palpitations.
Eighty-five patients complaining of palpitations were evaluated by means of 24-hour dynamic electrocardiography. A sensitivity of 0,69 and a specificity of 0,90 were calculated. This illustrates the value of Holter monitoring in the assessment of patients complaining of palpitations.